Laparoscopic intraperitoneal foreign body from adhesive drapes.
The present paper reports three cases where portions of adhesive drape were drawn into the peritoneal cavity during cannula insertion. If adhesive drapes are used it is recommended that generous skin incisions be made to avoid this complication.